
Head-Fixture Device Product Safety Analysis 12/5/2012 

Summary Statistics Report

Application: Head-Fixture Device product assessment

Description:

Analyst Name(s): Debra Yen, Mengqian (Vera) Xiao, Taylor Tso

Company: Pulse Therapeutics, Inc.

Facility Location: 611 Olive Street

St. Louis, MO 63101

Product Identifier:

Assessment Type: Detailed

Limits:

Sources:

Risk Scoring System: designsafe Three Factor

Guide sentence: When doing [task], the [user] could be injured by the [hazard] due to the [failure mode].

Summary

Item Counts

2Total Users

7Total Tasks

15Total Hazards (Task-Hazard pairs)

Residual Risks

Number of residual risks that are:

0High

0Moderate

15Low

0Unspecified

(risk levels are a function of risk scoring system)

Initial Risks

Number of initial risks that are:

4High

9Moderate

2Low

0Unspecified

(risk levels are a function of risk scoring system)

Change in risk levels

4High to Low

9Moderate to Low

2No change in risk level

(risk levels are a function of risk scoring system)

Status

0Complete

0On-going

0In-process

15TBD

0Action Item

0Unspecified
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Details

Total Tasks 7

adult 51

passer-by / non-user 22

Total Hazards 15

adult/normal use 41-1

adult/cleaning 11-2

adult/storage 11-3

adult/misuse 51-4

adult/test / practice 31-5

passer-by / non-user/walk near 12-1

passer-by / non-user/observe / watch 02-2
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